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scan, and doppler systems) that uses 
noninvasive transducers for measuring 
intracranial interfaces and blood flow 
velocity to and in the head. 

(b) Classification. Class II (perform-
ance standards). 

§ 882.1275 Electroconductive media. 
(a) Identification. Electroconductive 

media are the conductive creams or 
gels used with external electrodes to 
reduce the impedance (resistance to al-
ternating current) of the contact be-
tween the electrode surface and the 
skin. 

(b) Classification. Class II (perform-
ance standards). 

§ 882.1310 Cortical electrode. 
(a) Identification. A cortical electrode 

is an electrode which is temporarily 
placed on the surface of the brain for 
stimulating the brain or recording the 
brain’s electrical activity. 

(b) Classification. Class II (perform-
ance standards). 

§ 882.1320 Cutaneous electrode. 
(a) Identification. A cutaneous elec-

trode is an electrode that is applied di-
rectly to a patient’s skin either to 
record physiological signals (e.g., the 
electroencephalogram) or to apply 
electrical stimulation. 

(b) Classification. Class II (perform-
ance standards). 

§ 882.1330 Depth electrode. 
(a) Identification. A depth electrode is 

an electrode used for temporary stimu-
lation of, or recording electrical sig-
nals at, subsurface levels of the brain. 

(b) Classification. Class II (perform-
ance standards). 

§ 882.1340 Nasopharyngeal electrode. 
(a) Identification. A nasopharyngeal 

electrode is an electrode which is tem-
porarily placed in the nasopharyngeal 
region for the purpose of recording 
electrical activity. 

(b) Classification. Class II (perform-
ance standards). 

§ 882.1350 Needle electrode. 
(a) Identification. A needle electrode 

is a device which is placed 
subcutaneously to stimulate or to 
record electrical signals. 

(b) Classification. Class II (perform-
ance standards). 

§ 882.1400 Electroencephalograph. 

(a) Identification. An 
electroencephalograph is a device used 
to measure and record the electrical 
activity of the patient’s brain obtained 
by placing two or more electrodes on 
the head. 

(b) Classification. Class II (perform-
ance standards). 

§ 882.1410 Electroencephalograph elec-
trode/lead tester. 

(a) Identification. An 
electroencephalograph electrode/lead 
tester is a device used for testing the 
impedance (resistance to alternating 
current) of the electrode and lead sys-
tem of an electroencephalograph to as-
sure that an adequate contact is made 
between the electrode and the skin. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to the limitations in § 882.9. 

[44 FR 51730–51778, Sept. 4, 1979, as amended 
at 61 FR 1123, Jan. 16, 1996; 66 FR 38807, July 
25, 2001] 

§ 882.1420 Electroencephalogram 
(EEG) signal spectrum analyzer. 

(a) Identification. An electroencepha-
logram (EEG) signal spectrum analyzer 
is a device used to display the fre-
quency content or power spectral den-
sity of the electroencephalogram 
(EEG) signal. 

(b) Classification. Class I (general con-
trols). 

[44 FR 51730–51778, Sept. 4, 1979, as amended 
at 66 FR 46953, Sept. 10, 2001] 

§ 882.1430 Electroencephalograph test 
signal generator. 

(a) Identification. An 
electroencephalograph test signal gen-
erator is a device used to test or cali-
brate an electroencephalograph. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
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